4. Accuracy and precision data from seven determinations of the method analytes at 0. 05-and 0.50-microgram-per-liter 
INTRODUCTION
Pesticides are applied to a great variety of crops in the Central Valley of California and their residues can enter the hydrologic system through agricultural drains and surface runoff (Larson and others, 1997) . The U.S. Geological Survey (USGS), as part of the Toxic Substances Hydrology Program, has been studying the fate, transport, and biological effects of pesticides in the San Francisco Bay-Estuary, which includes the Sacramento-San Joaquin Delta and Suisun Bay, California ( fig. 1 ). Water samples were collected from Middle River at Bacon Island in the Sacramento-San Joaquin Delta (Sacramento-San Joaquin Delta) and Suisun Bay at the Reserve Fleet (Suisun Bay).
An analytical method and quality-assurance practices were developed to determine 26 pesticides at nanogram-per-liter levels in surface-water samples. This report describes the analytical method and quality-assurance practices of the organic-chemistry laboratory at the California District Office of the USGS during 1996-99. The method involved using solidphase extraction (SPE) cartridges to isolate pesticides from water samples and gas chromatography/mass spectrometry (GC/MS) to identify and quantify these pesticides. Qualitycontrol practices included evaluation of method blanks and spikes, instrument performance, and corrective actions. Method detection levels (MDLs) were calculated based on procedures by the U.S. Environmental Protection Agency (1992) . The analytical method and quality-assurance practices are similar to the method detailed in Crepeau and others (1994) with the addition of four new compounds and the use of a different GC/MS (Varian Saturn 2000) .
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ANALYTICAL METHOD
The analytical method used by the USGS California District organic-chemistry laboratory is suitable for determining nanogram-per-liter concentrations of a variety of pesticides including triazine, thiocarbamate, dinitroanaline, chloroacetamide, organophosphate, and carbamate pesticides in natural water samples. The method was developed to determine the concentration of 26 pesticides in filtered natural water (table 1) . The equipment and materials required for this analysis are listed in table 2. The specific sources and models used for this (24) 36 (20) 60 (20) 00 (20) . 3 (25) .221 (25) 10 ( (20) 120 (20) 242 (25) 30 (20) 145 (25) 488 (25) 1. 4(25) 171 (25) . 5 (25) . 3 (20) 200 (25) 73 (20) 105 (25) .116(25)
1450Q (25) 1730 (25) 4700 (25) 746 (25) 11.7(25) 6.1 (25) 14 (20) .00294 (20) .072 (25) .039 (25) . 15(25) 28 ( .00020 (20) . 21 (25) 4.0 (25) . 25 (20) .53 (25) . 427 (30) . eed Science Society of America, 1983. method are included where applicable. Water samples are filtered to remove suspendedpaniculate matter; therefore, this method only can detect dissolved-phase pesticides or pesticides on particulate matter that can pass through the 0.7-micometer (/-im) filter. The incorporation of organic-free reagent water (pesticide free) as a reference sample matrix provides a comparison for method development. The recovery of pesticides from water samples improves as the compounds partition more efficiently from the water phase to the C-8 surface phase of the SPE cartridges, provided those same compounds will be efficiently eluted by the elution solvent. The compounds must be sufficiently volatile and thermally stable to be analyzed by gas chromatography. The USGS National Water Quality Laboratory (NWQL) developed a similar method for determining concentrations of organonitrogen herbicides in water samples (Sandstrom and others, 1991) and pesticides in water samples (Zaugg and others, 1995; Lindley and others, 1996) . NWQL uses C-18-bonded phase with ethyl acetate for elution and mass spectrometry in a selected-ion monitoring mode for confirmation and quantitation. In contrast, the California District organic-chemistry laboratory uses C-8 bonded phase with hexane:diethyl ether (1:1) for elution (Hinckley and Bidleman, 1989) and an ion-trap mass spectrometer in full-scan mode for confirmation and quantitation.
The water samples were filtered into 1-liter (L) baked sample bottles using 0.7-jLtm pore glass-fiber filters to remove suspended-particulate matter. The volume of the filtrate was measured to 1 L using a graduated cylinder and returned to the 1-L baked bottle. Terbuthylazine, a pesticide surrogate, was added to the filtered water sample and pumped through an SPE cartridge at about 20 milliliters per minute (mL/min). The SPE cartridge was dried with a gentle stream of carbon dioxide at about 8 pounds per square inch (psi). The pesticides were eluted from the SPE cartridge with three 2-milliliter (mL) aliquots of hexane:diethyl ether (1:1). The eluant was concentrated to approximately 500 microliters (/LtL) in a water bath with nitrogen at 32°C. At this point, 100 /LtL of 2.0-nanograms per microliter (ng/jLtL) internal-standards solution was added to the eluant and further concentrated with nitrogen to a final volume of about 100 /LtL. The eluant was transferred to an auto-sample vial for analysis on the capillary-column GC/MS in full-scan mode.
Sample Processing Filtration
Filters and sample bottles were prebaked at 450°C for 4 hours to remove any organic contaminants. Water samples were filtered in the field or within 24 hours of their arrival at the laboratory. The raw water was pumped through Teflon tubing and an aluminum filter holder with a 0.7-jLtm glass-fiber filter into the sample bottle. The pump incorporated a masterflex variable-speed drive and a Teflon diaphragm head. The filtered water samples were capped immediately and stored at 4°C for a maximum of 4 days before extraction.
Extraction
Each SPE cartridge sorbent bed surface was conditioned by adding a 3-mL aliquot of methanol followed by a 3-mL aliquot of organic-free water just before cartridge use. The cartridge sorbent bed surface must not become dry after conditioning or during the extraction process. The volume of each filtered-water sample was measured and recorded. Prior to extraction, 100 /LtL of the pesticide surrogate standard solution of terbuthylazine [2 nanograms per microliter (ng/jLtL)] in ethyl acetate was added to the filtered sample. The measured recovery of the surrogate provided quantitative data on the efficiency of each extraction and the variability between extractions. The filtered and spiked samples were pumped from the sample bottle at about 20 mL/min through the SPE cartridge. After extraction, residual water was initially removed from the cartridge by forcing two 30-mL syringe volumes of air through the cartridge. The cartridges were further dried by applying a positive pressure of carbon dioxide (approximately 8 psi) for 1 hour. The extracted and dried cartridges were stored at -20°C for a maximum of 2 weeks before elution.
Elution
The pesticides were eluted from the SPE cartridge by adding three 3-mL aliquots of hexane:diethyl ether (1:1) using a 15-centimeter (cm) pasteur pipette to the cartridge and allowing the eluant to drip by gravity into a 13 x 100-millimeter (mm) glass test tube. The eluant was concentrated to approximately 500 /zL by placing the test tube into a 32°C water bath and directing a nitrogen-gas stream [0.2 liters per minute (L/min)] through a 23-cm pasteur pipette to the eluant surface. Internal standard solution (100 /zL of 2.0 ng//zL) was added to the concentrated eluant. The eluant was concentrated further to about 100 /zL. The concentrated eluant was transferred to the autosampler vial for GC/MS analysis.
Standards
The 1.0 milligram per milliliter (mg/mL) stock solutions of analytical standards [500 micrograms per milliliter (/zg/mL) for atrazine and simazine] were prepared by weighing 2-5 milligrams (mg) of each standard and adding the appropriate volume of ethyl acetate. Primary fortification standards solutions were prepared by combining the appropriate volumes of the individual stock solutions in a 10-mL volumetric flask to give a 20 ng//-iL concentration. Atrazine and simazine stock solutions require a brief (15-second) sonication for addition to the solution. The internal standard stock solutions of acenapthene d-^ phenanthrene d-10, and pyrene d-10 were prepared by weighing 2-5 mg of each and adding the appropriate volume of hexane. Internal standard working solution was prepared by combining 1 mL of acenapthene d-10, phenanthrene d-10, and pyrene d-10 in a 5-mL volumetric flask for a 200 ng//AL concentration. The surrogate solution was prepared by diluting the stock solution of terbuthylazine in ethyl acetate to 2 ng//>iL. A series of eight calibration standard solutions were prepared from the 20 ng//>iL primary fortification standard solution with concentrations ranging from 0.05 to 10.0 ng//zL and a constant concentration of 2.0 ng//-iL of internal standards. Matrix spike solutions at 0.5 and 5.0 ng//LiL also were prepared from the 20 ng//zL primary fortification standard solution.
Gas Chromatograph/Mass Spectrometer Calibration
Initial calibration curves were generated on the GC/MS using standard solutions containing all the target pesticides before any samples were analyzed. The calibration was checked by injecting a calibration standard solution every 8 hours during sample analysis. The computer software generates linear regression equations for pesticide response over the concentration range of the calibration curve (0.05-10.0 ng//zL). If the correlation coefficients were greater than 0.99, the calibration was accepted and the software quantified the compounds detected in the sample. The conditions used for GC/MS were as follows: Table 3 lists the compound, retention time, quantitation ion(s) and qualification ion(s) for each of the compounds used in this method. 
Calculation and Reporting of Results
The samples were analyzed on the GC/MS immediately after the calibration standards were analyzed. Data validation consisted of evaluating the regression lines of standard curves, evaluating the recovery of the surrogate compound, and verifying the presence or absence of targeted compounds in field samples. The blanks, matrix spike samples, and replicates were evaluated as part of the data validation. Blanks were checked to verify that no equipment or laboratory contamination had occurred during sampling and processing. The recovery of the pesticides was verified using replicate seven matrix spike samples.
The compounds must be detected throughout the range of concentrations that compose the standard curve, from 0.1 to 10 ng/piL. The MDL varies with individual compounds, according to their affinity for the cartridge sorbent bed surface, vapor pressure, thermal decomposition, chromatographic properties, and decomposition pathways during ionization. The surrogate compound, terbuthylazine, was added to assess recovery during the cartridge extraction, cartridge elution, and concentration of the samples. Samples were reanalyzed if the percent recovery of the terbuthylazine was less than or greater than the statistical control limits of ±2 standard deviations from the mean. Sample data were eliminated from the data set if poor performance of the surrogate was reproduced upon reinjection of the sample extract.
Each chromatogram was examined to verify the presence or absence of pesticides. The compounds were first qualitatively identified then quantified. The pesticide spectrum was compared with the individual compound library spectrum to verify the presence and relative abundances of significant ions. If the ion fragments were not consistent with the library spectrum, the data for that pesticide were rejected as false positives. Initial quantitation of detected pesticides was determined by manual integration of the internal standards' and detected pesticides' peak areas. The Saturn 2000 software used linear regression of response versus concentration for calibration standards to quantify the results for field samples.
Data were stored in a Lotus 1-2-3 spreadsheet format and reported electronically and by paper copy. The data included sample-site identification, date, nanograms per liter calculated by the quantitation routine for sample compounds and percent recovery of the quality-control surrogate. The concentration of each pesticide detected was reported to three significant figures. Values below the MDL are given in parentheses and nondetects are stated as such.
QUALITY-ASSURANCE PRACTICES

Method Validation
The analytical method was validated by using three water matrices: organic-free reagent water, Sacramento-San Joaquin Delta water, and Suisun Bay water. The specific conductivity and the pH of the water sample from the Sacramento-San Joaquin Delta was measured as 202 microsiemens per centimeter (piS/cm) and 7.3, respectively. The specific conductivity and the pH of the water sample from Suisun Bay was measured as 10,500 juS/cm and 6.8, respectively. The samples were split into subsamples for low-and high-spike concentrations and blanks of each pesticide. The low-and high-spike concentrations for the method were 0.05 /ig/L and 0.50 /ig/L, respectively. The blanks were used to determine the background concentration of the pesticides and these background concentrations were added to the matrix spike concentration for calculation of mean accuracy. Accuracy and precision data are presented in tables 4-6 and the MDLs are listed in table 7. .500
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Accuracy and Precision
Accuracy was assessed by using recovery of spiked-sample data for the method validation. Mean recovery is calculated as follows: .500
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where Rec = mean recovery (percent of true concentration), x = amount determined in spiked sample (mean observed concentration), M = amount of spike added (matrix spike), and B = amount determined in sample without spike (background). .500
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. Precision is expressed in terms of the relative standard deviation of the seven replicate water samples. The relative standard deviation equals the standard deviation (microgram per liter) divided by the mean observed concentration (microgram per liter) multiplied by 100.
Mean recoveries of pesticides depended on the sample matrix and the concentration. Eptam, trifluralin, diazinon, metolachlor, and dacthal were present in the Sacramento-San Joaquin Delta water. The background concentrations (table 5) were added to the matrix spike concentration to determine the mean recovery for these five compounds as described in equation 1. Mean recoveries for the method ranged from 53 to 118 percent for 25 pesticides fortified at 0.50 and 0.05 /xg/L, respectively. The mean recovery for the compounds at 0.05 /xg/L was generally greater than that at 0.50 jug/L (table 5) .
The Suisun Bay water used for the method contained background concentrations for some of the pesticides (eptam, trifluralin, diazinon, metolachlor, and dacthal). The background concentrations are added to the matrix-spike concentration (table 6) to determine the mean recovery for these compounds (eq. 1). Mean recoveries for the method ranged from 60 to 140 percent for 25 pesticides fortified at 0.05 and 0.50 /xg/L, respectively. The mean recovery for the compounds at 0.05 /xg/L was generally greater than that at 0.50 /xg/L (table 6).
Method Detection Limit
The MDL was calculated for each pesticide using the formula MDL = Sxt(n-l, 1-a = 0.99) (2) where MDL = method detection limit, S = standard deviation of replicate analyses (microgram per liter) at the lowest concentration, n = number of replicate analyses, and t(n -1, 1 -a = 0.99) = the student's t value for the 99 percent confidence level with n -1 degrees of freedom (Eichelberger and others, 1988) .
MDLs are compound, matrix, and method dependent. MDLs calculated for organicfree water ranged from 0.002 to 0.014 jug/L for the analytical method (table 7) . MDLs calculated for Sacramento-San Joaquin Delta water ranged from 0.004 to 0.022 jug/L for the method. MDLs calculated for Suisun Bay water ranged from 0.002 to 0.025 jug/L for the method.
Estimated Holding Times
The estimated holding times of the samples extracted onto SPE cartridges and stored in the freezer at -20°C were determined using a mathematical procedure (ASTM Procedure D-4841-88) (American Society for Testing and Materials, 1993) . The maximum holding time is defined as the period of time that degradation of the pesticide exceeds a tolerable range of variation (99 percent confidence interval) from the initial mean concentration.
The number of replicates that were required at each time interval for each target pesticide to determine the holding time was based on the relative standard deviation of Sacramento River water fortified at 0.25 ng/juL (table 8) and was calculated as follows: Table 8 . Summary of statistical data used to determine estimated holding time of compounds on solid-phase extraction columns held at -20°C
[Sacramento River water samples were fortified at 0.25 /xg/L, and 10 replicate samples were analyzed on days 0, 1,16,30, 59, 130, 170, 238, and 360. n 
where n = number of replicates required in the holding time determination, t = student's t value, 3.355, based on nine replicates used in table 8, RSD = relative standard deviation, percent; and D = 15 percent, maximum variation from mean concentration to be tolerated. For most of the compounds, n was calculated to be less than 7 (table 8) ; however, because the calculated values of n for eptam and pebulate were much higher, 10 was selected as the number of replicates for each time interval in determining the holding time. Sacramento River water samples were filtered, fortified at 0.25 /-ig/L, extracted on day zero, and stored in the freezer at -20°C. The ten replicate samples were eluted from the SPE cartridges and analyzed on the GC/MS for each of the following time intervals: 0,1, 16,30, 59,130, 170, 238, 360 days. 
where d = range of tolerable variation from the initial mean concentration; t = student's t value, 3.25, based on the ten replicates used in the precision study; s = standard deviation (in concentration terms); and n = 10, number of replicates.
The mean concentration found for each time interval was plotted against time and linear regression curves were generated to fit the data. The estimated d value, in micrograms per liter, was subtracted from the day-zero value or the day-zero intercept to give the lower tolerable range of variation from the day-zero concentration. The intercept of the lower tolerable range with the linear curve, with respect to the time axis, gives the estimated holding time. The holding times ranged from 10 days for cyanazine to 257 days for pebulate.
Instrument Performance Evaluation and Maintenance
Instrument performance evaluation and maintenance are part of the process to optimize the instrument performance and to ensure the quality of analysis. Corrective action to the instrument was taken, if required, after the assessment of the quality-control data was completed.
Analytical Balances
Class "S" weights were used to calibrate analytical balances monthly and prior to preparing pesticide-stock solutions. The readings were recorded in a log, along with the laboratory technician's initials, after each balance calibration. Balances were serviced professionally every 6 months.
Gas Chromatograph
The performance of the gas chromatograph was indicated by the peak shape and by changes in the peak areas compared with those obtained with a new capillary column and new standards. The glass injection-port liners were changed after analyzing every sample set. If the peak shape or peak area appeared to have deteriorated for certain compounds, such as for carbaryl and(or) carbofuran, the capillary column was cut on the injection-port side and the performance was rechecked. The column was replaced if the chromatographic performance had not improved.
Mass Spectrometer
The mass spectrometer was evaluated before analysis of each set of samples to ensure proper operating performance, and the results were recorded in a binder. The daily system evaluation examined the following: 1. The presence of power to the system, the vacuum pump, and adequate pressure in the heliumand nitrogen-gas cylinders. 2. The GC and transfer line was cooled so the injection port septum and liner could be replaced, then warmed to normal operating temperatures to continue evaluation. 3. The amount of air, water, hydrocarbons, high-mass noise, and column bleed was acceptable. In the air/water mass range (10-45), the 100-percent scale of the chromatogram should be less than 500 and the total ion count (TIC) should be less than 2,000. In the hydrocarbon range (50-200), the 100-percent scale of the chromatogram should be less than 200 and the TIC should be less than 1,000. In the high mass range (200-650), the 100-percent scale of the chromatogram should be less than 200 and the TIC less than 1,000. In the column bleed range (205-210), the 100-percent scale of the chromatogram should be less than 100 and the TIC less than 300. 4. All ions of the calibration gas, perfluorotributhylamine (FC-43) were present and noted the 100-percent scale of the chromatogram, (TIC), and the ion time. 5. The calibration gas 502 ion had 100-percent scale of at least 50 and the TIC was at least 300. 6. The resolution of the 131 and 132 mass. The height of the 132 mass should be at least twice the height of the valley between the 131 and 132 masses.
If any of the elements failed to meet the criteria, the source of the problem was immediately determined and corrected.
Maintenance Program
Maintenance of the GC/MS was done at least quarterly if indicated by the daily performance evaluation. Maintenance involved changing the oil in the mechanical pump (vacuum system) and disassembling and cleaning the ion trap. The electron multiplier was changed when the sensitivity had decreased, such that any target pesticide could not be detected at the MDL. The filament was checked routinely for sensitivity by checking the ion gauge reading, which should be approximately 14.4 \L torr, and replaced when necessary.
The ion trap was reassembled, the manifold was baked at 135°C for 12-20 hours and the vacuum system was allowed to pump for 24 hours. The air-water spectrum was checked and if it appeared normal, the instrument was adjusted by running the mass-spectrometry tuning program. If the air-water spectrum did not appear normal, generally there was a small leak that was found and fixed before continuing. This tuning program used perfluorotributylamine to achieve linear response between the known masses of perfluorotributylamine and the radio frequency voltage ramp for the instrument.
Quality-Control Data
Quality-control data are produced to quantitatively check the measurement process for environmental samples (T.L. Miller, U.S. Geological Survey, written comrnun., 1993). The types of quality-control data collected included results of the analysis of field equipment blanks, laboratory equipment blanks, replicate samples, matrix-spiked samples, surrogate recovery, and standards analyzed as samples.
Equipment Blanks
Equipment blanks were used to demonstrate that the equipment was cleaned adequately and that no contamination was present. Pesticide-free reagent water was used for the equipment blanks. The organic-free reagent water was poured into the Teflon sampling bottle, filtered, extracted, and eluted. If the cone splitter was used in sampling, the equipment blank included pouring the organic-free reagent water through the cone splitter. Equipment blanks were processed about every 20 samples and at the beginning and end of intensive sampling.
If pesticides were detected at any concentration above the MDL in the equipment blanks, the source of the problem was determined and corrected. The samples analyzed during that time period were then reevaluated for contamination.
Replicate Samples
A minimum of 10 percent of the samples were collected in replicate. The replicates were analyzed concurrently and reanalyzed if agreement of the calculated concentration for any detected pesticide was not within 25 percent, as determined by the relative percent difference. 
Matrix-Spiked Samples
Recovery of all target compounds was checked for each matrix spike. The matrix spike was an ethyl acetate solution with 1 ng/j^L concentration for each of the pesticides. After the water sample was filtered, 100 juL of the matrix spike was added prior to extraction. The recovery of each pesticide was compared with the recovery obtained to validate the corresponding method. If the recovery was greater than 25 percent different from the values obtained to validate the method, additional matrix spike samples were collected and analyzed. Three samples were spiked and two samples were extracted without the matrix spike to determine the presence of any background pesticide concentration. If compounds were present in the matrix, their calculated concentration was added to the spike concentration to calculate the percent recovery.
Surrogate Recoveries
Recovery of the surrogate, terbuthylazine, was determined for each sample, including all quality-control samples. Control charts for the terbuthylazine recovery were constructed using the mean, the warning limits at ±1.5 standard deviations from the mean, and the control limits at ±2 standard deviations from the mean. The control charts were constructed using all previous sample terbuthylazine recoveries for a particular sampling site. The sample was reanalyzed on the GC/MS if the recovery was outside the control limits. If the terbuthylazine recovery remained outside the control limits, the sample data were not included in the data set.
Calibration Verification
A standard was analyzed after every six sample injections on the GC/MS to verify that the pesticide calibration curves were within operational specifications. Measured concentrations of these standards were entered into a spreadsheet to compare with the expected standard concentrations. If the measured concentrations of the standards differed by more than 25 percent from the expected concentrations, the source of the problem was determined and corrected and the samples were reanalyzed. For example, the injection end of the column might have required cutting because it became dirty with matrix and lowered the recovery for some pesticides.
SUMMARY
This report describes the analytical methods and quality-assurance practices developed to study the fate and transport of pesticides in surface water by the U.S. Geological Survey. The analytical method uses solid-phase extraction and gas chromatography/mass spectrometry for analysis of pesticides in water samples. The method was validated by using three matrices: organic-free (pesticide-free) water, Sacramento-San Joaquin Delta water, and Suisun Bay water. Recoveries for the method ranged from 44 to 140 percent for 25 pesticides fortified at 0.05 and 0.50 micrograms per liter (jLtg/L), respectively. The method detection limit (MDL) for the method ranged from 0.002 to 0.025 jLtg/L. The percent recoveries and the MDLs were dependent on sample matrix and the specific pesticide. The estimated holding times on the cartridge ranged from 10 to 257 days.
